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A  PHOTOGRAMMETRIC  METHOD  FOR  DETERMINING 
THE  TOPOGRAPHY  OF  Llt^UID  SURFACES 


ABSTRACT 

A  stereophotogramme trie  method  has  been  developed  for  the  determination 
of  the  topography  of  liquid  surfaces,  which  serve  as  an  analogue  for  gas 
pressures  and  velocities  in  the  evaluation  of  turbine  performance. 

An  instriamentation  system  has  been  constructed,  consisting  of  two  modified 
Wild  RC-7  cameras  with  microflash  projection  of  a  random  pattern  of  spots  to 
identify  the  water  table  surface. 

The  reduction  of  the  data  was  accomplished  by  both  analogue  and  analytical 
methods.  The  analogue  method,  including  automatic  plotting,  was  the  more 
economical  and  yielded  an  acciuracy  of  +  120  microns.  The  analytical  method, 
involving  manual  plotting,  resulted  in  an  overall  accuracy  of  +  60  microns, 
iracy  of  +  3Q  microns  for  small  areas  near  the  center, 
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INTRODUCTION 


rrn _ j - 1 - j-  ^  ^  ^  -p^-w.  4-u^  j  <>.4>  •:  ^v>  <>-P  4-V./-N 
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topography  of  liquid  siirfaces  was  undertaken  at  the  request  of  the  Harry 
Diamond  Laboratories.  Prior  photogranmietric  research  at  the  BRL  included 
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in  projectile  and  missile  trajectories,  satellite  orbits,  as  well  as  aerial 
triangulation  and  mapping. 


The  specific  problem  posed  to  the  BRL  occurred  in  connection  with  HDL 
investigations  of  the  behavior  of  turbine  gases  in  the  subsonic  and  supersonic 

•w* /-Hv^  /I  4*V«£k«->/=i  Qrw  t  Q  Q  T  ^  m  *?  c  T\'V»rMr’i  t.tq  +  ov* 
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table  experiments  to  simulate  the  gas  conditions.  Thus,  the  topography  of  the 
liquid  surface  serves  as  an  indicator  for  determining  gas  pressures  and  ve- 
locitics  n6G6ss3,x7y  foi*  "tliG  snsiysis  of*  "tiiz'lDiGO  pGi*f*ci*!iisncG«  Tlio  BRL  8,g3rsGd. 
to  undertake  the  development  of  a  measuring  method  which  would  provide  the 
required  data  for  the  investigation  of  liquid  surface  behavior. 


A  stereophotogrammetric  method  was  used  to  obtain  an  instantaneous  and 
permanent  record  of  the  topography  of  the  surface.  This  method  was  selected 
because  only  it  would  provide  a  three-dimensional  model  with  svifficient  detail 
for  each  set  of  experimental  parameters. 


MEASUREMENT  METHOD 


The  measurement  problem  presents  three  interrelated  factors : 


(l)  The  scale  of  the  photogrammetric  model  must  be  such  that  the 
depth  of  the  water  s\irface  at  any  point  may  be  determined  to  an  accuracy  of 


(2)  The  stereo  effect  must  be  siifficient  to  permit  accurate 
identification  of  details  and  depth  resolution  of  the  photographic  image. 

(3)  The  field  of  view  must  be  large  enough  to  include  the  entire 

t~\  -v^  /^  *~\  ^  1  4  «~i  4“  •?  /^-r^ 

Lu.ii^c::x  xii  v  • 


Conventional  photogrammetric  practice  yields  a  mean  error  of  +3  microns 
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the  required  accuracy  of  the  depth  measurements  indicates  an  object  distance 
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of  five  times  the  image  distance.  A  large  base-height  ratio,  most  easily 
obtained  with  a  system  of  convergent  cameras,  provides  a  maximum  stereo  effect 


However,  the  present  problem  reciuires  the  use  of  normal  photography  rather 
than  convergent  photography  because  of  the  small  depth  of  field  associated 
with  a  short  object  distance. 


The  stereophotogrammetric  principle  of  normal  (vertical)  photography  is 
shown  in  Figure  1,  where 

B  =  baseline  between  the  two  cameras 
0^  &  0^  =  optical  centers  of  cameras  1  &  2 

f  =  focal  length 
P  =  object  point 


From  Figure  1,  the  following  formulas  are  derived  for  the  coordinatec 
(X,  Y,  Z): 


X  = 


d") 


z  = 


B  .  y' 

B  .  f 


U  ) 


(id 


Since  p  is  very  small  it  is  of  particular  importance  because  it  determines 


"bhs  3CCwix*2.cy^  oi*  S3.cii  coci’di ns-ts . 


Considering  B  and  f  as  constants,  we  obtain  the  following  expressions  for 
the  mean  errors  ra^,  111^  and  m^: 
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it  follows  tnar; 
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relative  parallax  accuracy  and  the  accuracy  of  the  measurements.  Equation  (E') 

shows  that  the  relative  distance  accuracy  is  proportional  to  the  relative 

2, 

parallax  accuracvj  and,  since  M  =  —  ,  that  the  distance  error  increases  with 
the  square  of  the  distance  for  a  given  focal  length. 


The  parallax  can  be  measured  more  accurately  in  a  stereo  model  than  in 
two  separate  photographs,  because  of  better  identification  and  differentiation 
in  depth. 

PH0T0GRAM4ETRIC  PAEIAMETERS 


-f-Vi£3  Tnovimiim  T 

X  X  vxvx 


ives 


>-iC 
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depth  of  field  of  10mm  is  required.  Values  of  depth  of  I’ield  I'or  combinations 
of  f/stop,  object  distance,  and  circle  of  confusion  are  shown  in  the  following 


table . 
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TABLE  I 


UEPi'H  Ol''  FItLD 
(mni) 


a 

0 

f  - 

stop 

( l!!i!l ) 

(nmO 

5.6 

o.O 

T  T  r\ 

±1  .  U 

]6.0 

0.02 

2.6 

5.8 

5.2 

7.6 

J|00 

0.05 

14.0 

5.8 

8.0 

11.6 

0.02 

h.h 

0.4 

8.8 

12.8 

''00 

0.05 

6.8 

9.6 

15.2 

19.2 

0.02 

6.8 

9.6 

15.2 

19.2 

600 

0.05 

10.0 

14.4 

19.8 

28.8 

a  =  object  distance 
o  =  circle  of  confuoioii 


Circlec  of  confusion  are  selected  to  correspond  approximately  with  the 
’■evolution  of  the  photographic  emulsion.  For  maximum  light  intensity,  i.e., 
at  rj'j.f:,  a  depth  of  field  of  10mm  is  obtained  with  a  oOOram  object  distance. 

A  ratio  of  1:1.5  is  an  optimum  base-height  ratio  for  photogrammetric  work 
using  wide  angle  (90°)  cameras  in  normal  photography.  However,  a  1:1.5  ratio 
and  oOOimn  object  distance  do  not  cover  a  sufficient  area  of  the  water  surface. 
The  reopuired  area  is  covered  with  a  oOOmra  object  distance  and  a  baselength  of 
250mm  which  corresponds  to  a  somewhat  less  favorable  1:2. h  base-height  ratio. 
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The  Scheimpflug  condition  is  satisfied  in  normal  photography  where  the 
object  plane,  the  "mean  plane"  of  the  optical  center,  and  the  image  plane 
intersect  at  infinity. 


In  any  measuring  problem.,  the  accuracy  of  the  final  results  dep 


CllU-O 


the  precision  of  the  raw  data.  In  the  present  case,  the  water  surface  must 
be  photographed  from  two  positions  in  space  and  corresponding  details  must  be 
identifiable  and  measurable  with  high  precision. 


Since  in  other  water  table  experiments  floating  objects  were  used  to 
define  the  surface  of  the  water,  an  attempt  was  made  to  use  small  ceramic 
balls  ranging  in  size  from  0.05mm  to  0.2mm  in  diameter.  This  method  was  not 
feasible  because  the  balls  clustered  together  in  certain  areas  and  left  a 
void  in  other  areas.  Moreover,  m.any  balls  submerged.  A  more  satisfactory 
solution  based  on  the  reflectivity  of  the  water  surface  was  adopted.  Labora¬ 
tory  experiments  with  milk  demonstrated  the  desired  characteristics.  The 
requirement  to  approximate  the  consistency  of  water  somewhat  limited  the 
selection  of  an  emulsified  solution.  Various  dyes  and  water  soluble  paints 
proved  unsuccessful.  The  desired  effect  was  produced  by  adding  cutting  oil 
as  used  in  machine  shops.  The  resulting  blend  retains  sufficiently  the  proper¬ 
ties  of  clear  water  and  has  adequate  reflectivity. 


A  random  spot  pattern  was  projected  on  the  water  surface  using  a  short 
duration  flash  tube  (Fig.  2).  A  Balplex  projector  man’ufactured  by  Bausch  and 
Lomb  for  photogrammetric  work  was  selected  because  its  short  focal  length  lens 
provides  a  large  depth  of  field  and  the  lens  can  be  oriented  to  establish  the 
Scheimpflug  condition.  The  standard  projection  lamp  was  replaced  with  a  bJ.gh 
energy  flash  tube.  Thus,  the  short  duration  flash  projection  served  as  the 
camera  shutter  to  effectively  freeze  the  water  surface  during  photography. 

An  adjustable  metal  ruler  having  graduations  at  the  mean  water  level  was 
photographed  simultaneously  with  the  experiment  to  provide  the  scale  of  the 
photogrammetric  model.  The  ruler  was  located  on  the  water  table  in  such  a  way 
that  the  water  surface  was  not  affected.  Similarly,  other  targets  were  photo¬ 
graphed  to  establish  a  reference  system  for  the  elevations.  The  scale  and 
vertical  reference  marks  are  shown  in  Figure  5. 
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Results  of  the  parameter  analysis  were  confirmed  by  laboratory  experi¬ 
mentation  prior  to  the  design  of  the  final  instrumentation.  The  apparatus 
used  for  these  tests  is  shown  in  Figure  If. 

INSTRmffilOTATION 


The  major  components  of  the  instrimentation  system  are  two  100mm  focal 
length,  f’/5-6  lenses  and  a  projector.  The  geometrical  arrangement  of  the 
major  components  was  established  by  the  photogrammetric  parameters  and  is 
shown  in  Figure  5- 


A  schematic  of  the  recording  system  and  the  water  table  is  shown  in 
Figure  6.  A  trolley  is  used  to  transport  the  system  along  the  water  table. 
Operational  procedures  are  facilitated  by  having  the  instrumentation  in  place 
only  when  photographic  recordings  are  required.  The  trolley  serves  as  a  base 
for  the  platform  and  contains  the  electrical  control  components. 


The  trolley,  which  is  27-5  inches  long,  26.9  inches  wide  and  11.9  inches 
high,  is  a  weldment  fabricated  with  l/h  inch  6O6I-T6  aluminum  plate  and  liber¬ 
ally  reinforced  with  gussets.  Two  end  panels  expose  the  electrical  components 
for  servicing  and  a  side  panel  provides  access  to  the  projector  for  adjustments 
and  servicing.  An  electrical  control  panel  is  located  on  the  operator's  side 
of  the  trolley. 


The  trolley  has  four  nylon  wheels  which  roll  on  two  parallel  rails  located 
along  the  top  edge  of  the  water  table.  Three  jacks  attached  to  the  trolley  are 
applied  to  the  rails  of  the  water  table  to  provide  a  firm  support  during  photo¬ 
graphy.  The  jacks  have  five  positions.  In  one  position  the  nylon  wheels 
support  the  trolley.  The  other  four  positions  correspond  to  the  m.eau  dcptii  of 
the  water.  Four  carrying  handles  are  attached  to  two  sides  of  the  troj.ley. 


A  rigid  platform  holds  the  major  components  so  that  their  reli 


l+.T  ’ 


■e  po¬ 


sitions  and  orientations  will  be  stable  throughout  a  series  of  experiment.-. 

It  is  constructed  from  l/t  inch  606I-T6  aluminum,  plate,  and  is  26-l/t  iucheo 
long,  25  inches  -wide  and  2-3/8  inches  high.  The  two  cameras  and  the  projector 
are  fixed  to  the  platform  so  that  their  object  planes  are  coincident  within 
mechanical  tolerances  (Fig.  5)*  An  all  way  level  related  to  the  object  pla;je 
is  mounted  in  the  platform  and  is  used  to  orient  the  cameras  to  the  mean  water 
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level.  A  gauge  of  calibrated  length  is  attached  to  the  platform  with  a  ball 
socket  near  one  of  the  three  leveling  screws.  By  means  of  the  leveling  screw 
this  portion  of  the  platform  is  located  at  the  pi'oper  height  above  the  mean 
water  level.  When  the  end  of  the  gauge  contacts  the  water  surface,  the  cameras 
and  projector  are  located  at  the  required  distance  above  the  water  surface  for 


■nV(r>'t"/^m«Q-r»lTlr  n't"  -t-Vic  AOCVryirm  iori-t-  a -t  n-t-nr,/%£i 
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to  level  the  platform. 


■  I  ^  A  ^  r  “?  n  t  C  ^  T  ^  ^  ^  Vs  ^  T  ^  ^  ^  w..  ^  t-.  .3  «  •  -Z  ^  ^ 
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standard  component  of  the  Wild  RC-T  Automatic  Plate  Camera.  Each  body  is 
modified  for  photography  at  600mm  object  distance  by  inserting  a  20mm  spacer 


"h-hp  -Pnoftl  'nlpn#^  f'-rUTr\(=^ 
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are  incorporated  in  the  camera  body.  Each  camera  has  a  shutter  consisting  of 
two  rotating  discs.  The  shutters  are  modified  from  their  standard  trip  mode 
of  operation  to  a  direct  drive.  A  motor  drives  a  gear  train  which  mechanically 
couples  the  two  shutters.  The  projector's  flashtube,  which  is  gated  by  the 
mechanical  shutter,  performs  the  function  of  a  shutter  in  making  an  exposure. 


Records  ai‘-e  obtained  on  glass  plates  Ip*  5  X  l6.8  cm  X  pmm  thick.  Each 
plate  is  loaded  in  a  sheet  metal  magazine  having  a  dark  slide.  The  individual 
magazines  are  manually  inserted  into  a  plate  adapter.  After  the  dark  slide  is 
retracted,  a  lever  on  the  plate  adapter  applies  a  uniformly  distributed  pressure 
to  press  the  plate  against  the  focal  plane  frame. 


±  anu-^ui  opw  t/  pciuocrxii  lo  ^x  uc:u.  v-;ii  1./V  one:  wdoeri'  ^U-LiciCe:  u^y  a  muuxi  xcru 

Balplex  Projector  in  which  the  standard  28  VDC  lamp  and  socket  are  replaced  by 
a  flash  tube  and  an  adjustable  holder.  An  Edgerton,  Germeshausen  &  Grier  FX-29 
flsshfubc  p02rfo2riiis  in  Gi’bb.Gi’  of  fvo  niociGs  of  opGps’tioixj  3,  I'GpG'ti'ti.'V’G  flssli  foi* 


focusing  the  projector  and  a  single  flash  to  ''freeze”  the  water  surface  for 
photography.  The  energy  of  the  single  flash  is  265  watt-seconds  and  the  flash 
duration  is  a  nominal  50O  microseconds. 


The  electrical  controls  are  located  in  the  trolley.  A  sequence  of  events 
initiated  by  a  manually  operated  push  button  switch  at  t^  is  shown  in  Figure  7* 

Various  details  of  the  instrumentation  are  shown  in  Figures  8  to  11. 


CAMERA  CALIBRATION 


The  cameras  were  calibrated  after  they  were  modified  for  photography  at 
600mm  object  diatance.  A  pattern  was  drawn  on  aluminum  Inserted  paper  (Fig.  12), 


me  grauuauions  wexS  me 


..  j-O 
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f25  microns,  using  a  50Cto.m 


glass  scale  with  subdivisions  of  100  microns.  The  calibration  pattern  was 
photographed  by  each  camera  separately  and  the  photographs  were  measured  mono- 

Uii  oiic:  ouClCwCOmpc 


cularly  o!i  the  stereocomparator .  The  comparator  measurements  were  then  reduced 


by  means  of  available  computer  programs  to  determine  the  distortion  of  each 
camera.  The  plotted  results  show  that  the  two  cameras  have  very  nearly  the 
same  distortion  characteristics  (Fig.  Ip), 


DATA  REDUCTION 


Basically  there  are  two  reduction  methods  available.  First,  the  data 
reduction  can  be  performed  on  a  universal  plotter,  e.g.,  a  Wild  A-7  Autograph. 
In  essence,  such  an  instriiment  is  a  thu-ee  dimensional  triangulator,  based  on 
the  principle  of  simulation.  The  topography  of  a  water  surface  will  be  ex¬ 
pressed  directly  by  a  set  of  isometric  curves,  in  analogy  to  the  evaluation  of 
conventional  aerial  photography  for  the  purpose  of  compiling  topographic  maps. 
Experience  will  show  whether  this  method  will  become  the  more  economical  for 
the  reduction  of  data  from  water  table  experiments. 


Presently,  preference  is  given  to  the  more  accurate  reduction  method, 
i.e.,  the  method  based  on  the  analytical  determination  of  a  sufficient  number 
of  points  which  can  be  measured  on  the  stereo  model.  Mathematical  expressions 


give  the  XYZ  coordinates  of  any  one  observed  point.  These  po-i 


ints,  in  ti 


are  used  to  construct  the  individual  isometric  curves  by  a  process  of 
Interpolation . 


The  coordinates  are  obtained  by  measuring  the  model  on  a  stereocomparator. 
After  correction  for  instrumental  errors  the  normalized  coordinates  serve  as 
input  for  a  computer  program,  by  which  the  spatial  coordinates  are  computed. 

The  XY  coordinates  define  the  locations  of  the  points  while  the  Z  coordinates 
represent  the  corresponding  heights. 


Evaluations  with  both  the  universal  plotter  and  the  analytical  method 
have  shown  general  agreement  between  the  results.  In  these  tests  the  plate 
measurements  were  performed  with  a  precision  of  +5  microns.  The  propagation 


of  this  error  is  determined  by  the  scale  of  1:5  and  the  base-height  ratio  of 
1 : ^ •  Kence^  the  accuracy  of  measumig  the  water  table  surface  amounts  to 
about  +25  microns  in  position  and  +60  microns  in  elevation.  These  values 
pertain  to  the  field  as  a  whole  and  it  is  estimated  that  for  small  areas  near 
the  center  the  accuracy  will  be  considerably  higher,  i.e.  of  the  order  of 
+30  microns  in  elevation. 

Moreover,  it  is  felt  that  considerable  improvement,  by  as  much  as  a 
factor  of  2,  can  be  achieved  by  creating  a  sharper  image  of  the  projected 
point  pattern. 


The  use  of  a  universal  plotter  in  production  work  yields  elevation  data 
with  an  accuracy  of  about  1:5000  of  the  object  distance,  i.e.,  +120  micron  in 
the  present  application. 

Figures  1^4  and  15  represent  results  obtained  by  universal  plotter  and 
analytical  treatment,  respectively. 

SUMMARY 


A  water  table,  serving  as  a  hydrodynamic  analogue,  is  being  used  by  HDL 
to  study  the  behavior  of  turbine  gases. 

A  stereophotogrammetric  method,  commonly  associated  with  aerial  triangu¬ 
lation  and  mapping  problems,  has  been  developed  to  determine  the  topography 
of  the  surface.  The  instrumentation  system  consists  of  two  cameras,  having 
100mm  f/5-6  lenses,  and  a  projector.  The  cameras  photograph  simultaneously 
a  pattern  of  random  spots  projected  by  a  flash  source  onto  the  reflecting 
water  surface. 


The  topography  is  determined  by  two  methods.  The  first  is  an  analogue 
method  using  a  universal  plotter  which  simulates  the  geometry  of  the  photo- 
grammetric  system.  The  second  method  is  an  analytical  method  whereby  the 
coordinates  of  individual  points  in  the  topography  are  calculated. 

The  analogue  solution  is  the  more  economical,  whereas  the  analytical 
solution  is  the  more  accurate. 


The  accuracy  of  the  elevation  measurements  by  the  analogue  method  amounts 
to  about  +120  microns. 
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The  acciu’acy  of  the  analytical  method  amounts  to  +60  microns  overall  and 
+50  microns  for  small  areas  near  the  center.  An  increase  in  accuracy  by  a 
factor  of  2  is  believed  to  be  possible  by  improving  the  sharpness  of  the 
projected  spots. 

"lltiunL 

HEINZ  G.  POETZSCHKE 


DONALD  F.  MENNE 
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i'^igiure  1.  Frinciple  of  atereophotogrammetry 
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Figlire  2.  Random  Spot  Pattern 
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Figure  6.  Trolley  -  Top  View 
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Figure  10.  Platform  -  Bottom  View 


Figure  11.  Water  Table  Instrumentation  System 
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Figure  12.  Calibration  Pattern 
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Figure  13 .  Lens  Distortion 


Figiire  Ih .  Topography  -  Universal  Plotter 
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Figure  15.  Topography  -  Aualytical  Solution 
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1  A  stereophotogrammetric  method  has  been  developed  for  the  determi.nation  of 

I  the  topography  of  liquid  surfaces,  which  serve  as  an  analogue  for  gas  pressures 
and  velocities  in  the  evaluation  of  turbine  performance. 

!  An  instrumentation  system  has  been  constructed,  consisting  of  two  modified 

!  Wild  RC-7  cameras  with  microflash  projection  of  a  random  pattern  of  spots  to 
identify  the  water  table  surface. 

I  The  reduction  of  the  data  was  accomplished  by  both  analogue  and  analytical 

methods.  The  analogue  method,  including  automatic  plotting,  was  the  more 
economical  and  yielded  an  accuracy  of  +120  microns.  The  analytical  method, 

I  involving  manual  plotting,  resulted  in~an  overall  accuracy  of  ^0  microns,  and 
an  accuracy  of  +50  microns  for  small  areas  near  the  center. 
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A  stereophoto^ammetrio  method  has  been  developed  for  the  determination  of 
the  topography  of  liquid  surfaces,  which  serve  as  an  analogue  for  gas  pressures  I 
j  and  velocities  in  the  evaluation  of  turbine  performance.  I 

An  instrumentation  system  has  been  constructed,  consisting  of  two  modified 
Wild  RC-7  cameras  with  microflash  projection  of  a  random  pattern  of  spots  to 
identify  the  water  table  surface. 

The  reduction  of  the  data  was  accomplished  by  both  analogue  and  analytical 
I  methods.  The  analogue  method,  including  automatic  plotting,  was  the  more 
I  economical  and  yielded  an  accuracy  of  +120  microns.  The  analytical  method. 
Involving  manual  plotting,  resulted  in~an  overall  accuracy  of  +60  microns,  and 
I  an  accuracy  of  +30  microns  for  small  areas  near  the  center. 
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A  stereophotogranmetric  method  has  been  developed  for  the  determination  of 
the  topograpliy  of  liquid  surfaces,  which  serve  as  an  analogue  for  gas  pressures 
and  velocities  in  the  evaluation  of  turbine  performance. 

An  instrimentation  system  has  been  constructed,  consisting  of  two  modified 
Wild  RC-7  cameras  with  microflash  projection  of  a  random  pattern  of  spots  to 
identify  the  water  table  surface. 

The  reduction  of  the  data  was  accomplished  by  both  analogue  and  analytical 
methods.  The  analogue  method,  including  automatic  plotting,  was  the  more 
economical  and  yielded  an  accuracy  of  +120  microns.  The  analytical  method, 
involving  manual  plotting,  resulted  in  an  overall  accuracy  of  +60  microns,  and 
an  accuracy  of  +50  microns  for  small  areas  near  the  center. 


A  stereophotograrametric  method  has  been  developed  for  the  determination  of 
the  topography  of  liquid  surfaces,  which  serve  as  an  analogue  for  gas  pressures 
I  and  velocities  in  the  evaluation  of  turbine  performance. 

j  An  instrumentation  system  has  been  constructed,  consisting  of  two  modified 

Wild  RC-7  cameras  with  microflash  projection  of  a  random  pattern  of  spots  to 
identify  the  water  table  surface. 

The  reduction  of  the  data  was  accomplished  by  both  analogue  and  analytical 
[  methods.  The  analogue  method,  including  automatic  plotting,  was  the  more 
I  economical  and  yielded  an  accuracy  of  +120  microns.  The  analytical  method, 
involving  manual  plotting,  resulted  in  an  overall  accuracy  of  ^0  microns,  and 
I  an  accuracy  of  +50  microns  for  small  areas  near  the  center. 


